
 

 

 

 

Release Notes 
Intraoral Sensor Schick/Xios USB3/AE Remote  
Firmware 1.5.165 

Overview 

Firmware 1.5.165 is a maintenance update to version 1.5.140. 

It addresses reported occurrences of residual image content by introducing a visual 
indication intended to support identification of incomplete image acquisition and 
includes updates related to data communication behavior. 

The update also includes a firmware updater consistency check to support the update 
process. 

 

No new clinical features are introduced. 

 

Change Description 

1. Image Memory Initialization 

Prior to each image acquisition, the system initializes the image memory with a 
defined pattern. 

This measure is intended to reduce the potential visibility of residual image data from 
previous acquisitions in cases of incomplete or interrupted processes. 

 

User Visible Behavior 

In specific situations, users may observe a checkerboard pattern in the image, for 
example in case of: 

 Interrupted acquisition 
 Canceled exposure after the system is ready 
 Incomplete image readout 

 

This pattern is intended to indicate that: 

 The image is not a valid diagnostic X-ray image 

 The acquisition process was not completed 
 

For completed acquisitions, diagnostic image appearance is not changed by this 
update.  
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2. Stabilized Data Communication 

The firmware includes updates to the communication protocol between the USB3 
Remote and the host system. 
 

3. Firmware Updater Consistency Check 

The firmware updater includes a consistency check function intended to support 
verification during the firmware update process. 
 

Impact 

 No intended change to diagnostic image quality for completed valid exposures 
 No intended changes to clinical workflows or standard system operation 

 Visual indication intended to support identification of incomplete acquisitions 

 Reduced potential visibility of residual image (“previous image”) content in 
incomplete or interrupted acquisition processes 

 Updates related to data communication with host systems 

 Firmware updater consistency check intended to support the update process 

 

Compatibility 

 Intended for use with supported USB3 Remote configurations 
 No intended changes to supported operating systems, host software, or 

hardware requirements 

 Intended for use with Sidexis 4 and third-party software using IOSS for 
integration, where supported 


